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Abstract 


Meteorological  instruments  must  operate  properly  so  as  to 
accurately  measure  conditions  too  extreme  for  the  design  and  operation 
of  other  equipment.  This  report  develops  the  "improbable  extreme" 
conditions  which  surface  instruments  must  be  designed  to  measure: 
temperatures  from  -140*Ftc  +160 ,,F,  dewpoint  at  any  temperature,  T 
in  deg  F,  given  by  T/2-80,  rainfall  during  t  minutes  2  V  t  inches, 
wind  speeds  up  to  250  mph,  and  pressure  from  506  to  1062  mb. 

Atmospheric  sounding  systems  must  be  able  to  measure  temp¬ 
eratures  and  corresponding  dewpoints  over  the  same  range,  winds 
up  to  300  mph  below  100,  000  ft,  and  pressures  whose  ratio  to  the 
Standard  Atmosphere  pressure,  p,  at  the  maximum  height  they  are 
expected  to  attain,  is  0.  1  (6  +  log  p)  up  to  133  km,  and  0.  1  at  still 
higher  levels. 
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Measurement  Range  Required 
of  Meteorolofieel  Equipment 


1.  PURPOSE 

Meteorological  equipment  must  operate  properly  and  measure 
accurately  under  conditions  which  may  be  too  extreme  for  satisfactory 
operation  of  ordinary  military  equipment.  This  report  summarizes  an 
investigation  of  the  required  operating  ranges  for  any  devices  intended  to 
measure  temperature,  pressure,  atmospheric  moisture,  air  movement, 
and  other  properties. 

For  more  than  a  decade,  U.  S.  military  equipment  has  been  designed 
to  operate  within  a  broad  range  of  environmental  conditions,  set  forth  in 
detail  in  M1L-STD-210A  (2  August  1957)  "Climatic  Extremes  for  Military 
Equipment",  and  other  related  documents,  such  as  the  proposed  MIL-STD-810 
(USAF),  "Environmental  Test  Methods  for  Military  Equipment".  The 
climatic  extremes  presented  in  M1L-STD-210A  "do  not  necessarily  represent 
the  absolute  extremes  observed;  rather  they  arc  the  values  determined  by 
scientific  judgement  not  to  be  surpassed  on  more  than  10  percent  of  the  most 
extreme  month  (three  days).* 

Meteorological  equipment  cannot  be  designed  to  these  same  standards, 
because  extreme  conditions  themselves  are  of  great  importance,  and  must  be 
measured  precisely.  Vehicles  may  not  stall  when  temperatures  are  too  low, 
an  air  field  may  be  closed  when  fog  is  too  thick,  and  missiles  may  not  fire 
when  winds  are  too  strong.  The  exact  temperature,  visibility,  and  windspecd 
under  such  non-operational  conditions  must  be  measured. 

In  contrast  to  the  "Probable  extremes"  of  MIL-STD-210A,  this  rc|iort 
offers  some  "improbable  extremes"  --  those  which  are  physically  possible, 
highly  improbable,  but  which  must  be  measured  if  they  occur. 

2.  EQUIPMENT  IN  GENERAL 

For  military  equipment  in  general,  MIL-STU-210A  distinguishes 
between  ground  operation  (1)  world-wide,  (2)  arctic  winter,  (3)  moist  tiopics, 
(4)  hot  desert,  as  well  as  (5)  shipboard  and  (f>)  airborne  world-wide  operation, 
and  finally  (7)  world-wide  short-term  storage  and  transit. 
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For  meteorological  equipment,  the  storage  and  transit  requirements 
of  MIL-STD-210A  are  equally  valid.  They  require  ability  to  withstand, 
without  damage,  the  following  "probable  extremes": 


Pressure  from  7.35  to  15.40  lbs/in^ 

(505  to  1060  mb) 

Temperatures  of  -80°F  for  24  hours, 
-40°F  indefinitely,  and  diurnal  cycle 
ranging  from  10  hours  at  90°F  to  24 
hours  at  160OF 

Humidities  from  0.01  to  13.0  grains/ft3 

Rain  of  2  inches  in  5  minutes,  7  inches  in 
1  hour,  and  1  inch/hour  for  12  hours 

Steady  winds  (10  ft  above  the  surface)  of 
60  to  80  mph  with  gusts  of  90  to  120  mph, 
depending  on  the  expected  duration  of  the 
storage 

Blowing  snow,  sand,  dust,  etc. 


Extremes  of  the  different  meteorological  elements  rarely,  if  ever  occur 
simultaneously.  Hence  an  instrument  intended  to  measure  one  element  must 
operate  satisfactorily  over  the  complete  "  improbable"  range  of  that  element 
but  only  over  the  normal  range  of  other  elements,  i.  c. ,  need  conform  only 
to  the  requirements  of  MIH-STD-210A  otherwise.  This  could  mean  that 
some  meteorological  records  might  be  lost  when  environmental  conditions, 
other  than  those  it  measures,  are  %>o  severe  for  its  operation.  Such  gaps 
m  records,  while  undesirable,  would  be  of  minor  consequence  compared  to 
an  inability  to  determine  the  extremes  themselves. 


3.  TEMPERATURE 

Temperatures  have  been  observed  in  standard  weather  shelters  •>  oi 
6  feet  alxnu  the  ground  as  high  as  129*  F  or  130  0  F;  widely-cited  world 
extremes  of  131 '  F  in  Death  Valley  and  136*  F  in  I  lbya  are  somewhat 
questionable.  Readings  as  low  as-12f>T  are  re|>orted  from  Russian  stations 
m  the  Antarctic.  Closer  to  the  surface  "improbable  extremes"  are  even 
greater,  ranging  from  perhaps  -140  "  F  just  above  the  interior  Antarctic  snows 
to  +160"  Fon  the  desert  sands.  Similar  low  temperatures  occur  in  crevasses, 
and  hi gli  temperatures  inside  closed  structures  such  as  trailers  and  small 
warehouses. 


Therefore,  meteorologists  should  be  able  to  measure  air  temperatures 
over  a  range  of  300  deg  1,  from  -140  'to  *  160  *  F.  This  is  too  gre  at  a  rang, 
for  thermometers  of  most  types  if  they  are  to  be  read  with  satisfactory 
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precision  throughout  the  range.  Fortunately,  such  extremes  do  not  occur  in 
any  one  location,  so  the  same  thermometer  need  not  be  used  at  both  ends  of 
the  scale. 


At  few  places  in  the  world,  if  any,  is  the  absolute  "improbable" 
temperature  range  as  great  as  180  deg  F.  Consequently,  four  temperature 
ranges,  each  of  180  deg  F,  are  proposed  for  meteorological  thermometers 
(not  airborne): 


A 

B 

C 

D 


-  20 * F  to  +  160*F 

-  60 *F  to  +  120*F 

-  100  *F  to  +  80  *F 

-  140 * F  to  +  40  *F 


Normal  meteorological  use  would  require  either  ranges  B  or  C,  depending  on 
location.  Ranges  A  and  D  would  be  needed  only  for  certain  outposts  in  hot 
deserts  or  in  the  Antarctic,  respectively.  At  some  places,  thermometers  would 
be  changed  with  the  seasons:  in  western  North  Dakota,  for  example,  tem¬ 
peratures  below  -60*F  and  above  120’F  have  been  observed,  so  that  range 
C  would  be  used  in  winter,  range  A  in  summer. 


4.  HUMIDITY 


Atmospheric  moisture  may  be  described  in  more  than  half-a-dozen 
different  ways,  but  only  four  of  them  are  actually  measured  by  instruments 
in  general  use  or  under  development.  Organic  fibres,  such  as  hair  or  gold¬ 
beater  skin,  measure  relative  humidity  directly.  The  difference  between 
the  drybulb  and  wetbulb  temperatures  is  determined  by  a  psychromcter.  The 
absolute  humidity,  or  water  vapor  concentration  (grains /ft  ),  controls  the 
electrical  r<  sistance  of  a  liCl  salt  ("Dcwcel")  and  also  the  light  absorption 
in  an  infrared  hygrometer.  The  actual  dewpoint  temperature  is  measured 
by  dewpoint  instruments  in  which  a  mirror  or  other  element  is  cooled  to  that 
point. 


4. 1  Dewpoint 

Physically,  dewpoint  is  the  measure  of  humidity  whose  "improbable 
extremes"  can  be  estimated  most  readily.  The  dewpoint  cannot  be  higher 
than  the  temperature  of  the  IxwJy  of  water  from  which  the  vapor  originated. 
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I,  cannot  be  lower  than  the  loweat  temperature  to  which  the  air  parcel  In 
which  it  occura  haa  been  cooled  during  its  entire  history. 

The  highest  dewpoints  are  thus  almost  90 -F.  the  temperature  reached 
by  the  surface  in  some  parts  ol  the  Gull  ol  California,  the  Red  Sea  the 
Persian  Gull,  and  possibly  in  some  tropical  swamplands.  De.po.nt.  o 
87  •  F  have  been  reported  Iron,  India.  The  lowest  dewpoints  correspond 
to  the  lowest  temperature,  at  or  just  above  the  tropopause  whic  may  c 
a,  low  as  -130  *F  in  the  tropic,  and  possibly  -1S0-F  in  polar  regions. 

Dewpoint  cannot  be  higher  than  air  (dr, bulb)  temperature,  but  can  be 
lar  lower.  Actually,  air  can  be  heated  to  extremely  high  temperatures 
onlv  when  it  is  rela.ively  dry;  air  with  a  de»po,n.  of  00-  F  cannot  warm 
mu'ch  above  100-F.  and  temperatures  over  120‘F  usually  occur  ,n  a.r 
whose  dewpoint  is  below  50 •  F. probably  below  20‘F. 

Jus,  how  dr,  the  ho,  desert  air  can  be  has  no,  been  determined , 
and  standard  weather  instruments  should  be  capable  ol  accurately 
measuring  dewpoints  of  0-F  when  the  air  temperature  is  110  or 
higher.  A,  the  opposite  extreme,  a,  Antarctic  temperatures  of  - 140 
the  dewpoint  presumably  is  no  lower  than  -150*K. 

These  considerations  indicate  that  the  "improbable  extreme"  dew¬ 
point.  T  ,,  at  any  air  temperature.  Ta.  may  be  estimated  as 

T  *  T  /2  -  00 
d  a 

This  formula  provides  the  minimum  dew, mints,  relative  humidities, 
absolute  humidities,  and  wethulb  depressions  a.  various  icmpcra.ures 

shown  in  Table  1. 

5.  OTHER  ELEMENTS 

Other  weather  elements  whose  "improbable  extremes"  should  be 
measured  accurately  by  surface  meteorological  instruments  include 
precipitation,  windspeed.  and  pressure. 


5.  1  Precipitation 

Rainfall  inlen.itv  is  amount  (depth)  divided  by  duration  (lime).  The 
maximum  Imensity  , Increases  with  duration,  approximately  according  to 
ti  e  square  root  ol  the  time.  Thus  the  world  record  i  ainfall  during  1  min¬ 
ute  is  1  23  inches  ll'nionville,  Md. ,  4  July  I'M.  hut  lor  42  minutes  it  l» 
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12.0  inches  (Holt,  Mo.,  22  June  1947),  or  only  9.8  times  as  much.  For 
18  hours  (1080  minutes)  the  world  record  is  36.4  inches  (Thrall,  Tex., 

9  September  1921),  29.6  times  the  1-minute  record;  the  square  root  of  1080 
is  32.  9. 


Hence  a  good  rule  for  the  "improbable  extreme"  rainfall  during  t- 
minutes  is  2  rr~  inches.  Raingages  should  be  capable  of  accurately 
recording  such  rainfalls,  if  further  world  records  are  to  be  observed  at 
weather  stations.  Specifically,  they  should  be  capable  of  measuring  a  1-day 
accumulation  of  72  inches. 

5,  2  Wind  Speeds 

Maximum  wind  speeds  near  the  ground  exceed  300  inph  in  tornadoes 
and  200  mph  in  hurricanes,  and  may  be  even  greater  on  mountain  tops;  a 
speed  of  225  mph  (corrected)  was  reliably  observed  atop  Mt.  Washington, 

N.  H, ,  12  April  1934,  during  an  intense  spring  storm.  Ideally,  standard 
wind  instruments  should  be  able  to  record  speeds  up  to  250  mph. 

5.  3  Atmospheric  Pressure 

Atmospheric  pressures  usually  are  "reduced"  to  sca-lcvel  values 
for  meteorological  purposes,  resulting  in  quite  high  values  for  continental 
interior  stations  in  winter.  The  actual  pressure,  however,  as  measured 
by  a  barometer,  reflects  the  elevation  above  sea  level.  The  extreme 
required  in  MIL-STD-210A  of  15.  4  lb/in2  (1062  mb,  31.  35  in  Hg)  is 
actually  an  "improbable  extreme"  and  is  adequate  for  barometers. 

Minimum  pressure  depends  primarily  on  elevation.  Assuming  that 

no  weather  station  will  be  established  higher  than  15,000  feet  altove  sea  level, 

the  minimum  pressure  which  the  barometer  should  be  capable  of  indicating 

2 

is  likewise  that  provided  bv  MII.-STD-210A,  or  7.34  lb/in  (506  mb,  14.04 
in  Hg). 

6.  SOUNDING  SYSTF.MS 

All  the  foregoing  "improbable  extremes"  arc  for  instruments 
installed  and  operated  at  weather  stations  on  the  ground.  They  also  apply 
for  the  launch  (or  recovery)  of  instruments  intended  for  vertical  or 
horizontal  sounding  of  the  free  atmosphere.  Wider  ranges  are  possible 
in  the  free  air. 


7. 


6. 1  Temperature 

Temperature,  for  example,  over  the  hottest  desert  site  may  decrease 
from+130*F  at  the  surface  to  -130‘F  at  the  tropopause,  around  50,  000  feet. 
There  the  dewpoint  may  be  -150  *F,  possibly  even  lower.  Present  instru¬ 
mentation  cannot  measure  it.  In  general,  the  "improbable  extremes"  of 
dewpoint,  given  in  Sec.  4.  1  may  be  applied  to  sounding  systems,  which 
should  be  capable  of  reporting  temperatures  from  -140*Fto +130'F. 


6.  2  Wind  Speeds 

Winds  arc  not  measured  directly  by  the  airborne  instrument,  but 
instead  are  computed  on  the  ground  from  its  displacement.  Such  techniques 
should  be  capable  of  measuring  the  "improbable  extreme"  wind  speeds  at  any 
level,  as  well  as  winds  at  levels  above  such  extremes. 


In  the  lowermost  100,000  feet  of  the  atmosphere,  the  strongest  winds 
usually  arc  found  at  30,  000  to  40,  000  feet,  where  the  "improbable  maximum" 
is  about  300  mph.  Above  25  km  (82,  000  ft),  where  the  "improbable  extrema¬ 
ls  only  40  m/s  (00  mph),  extreme  speeds  seem  to  increase  about  2  m/s  per  km 
(13.  6  mph  per  1000  ft)  to  at  least  105  km  (350,  000  ft)  where  the  "improbable 
extreme"  is  200  m/s  (450  mph).  Such  strong  winds  cannot  occur  simultane¬ 
ously  at  all  levels,  but  wind  information  above  80,  000  ft  is  so  scarce,  and  so 
limited  in  general  to  middle  latitudes,  that  layers  of  maximum  speed, 
analogous  to  that  at  30,  000  to  40,  000  ft,  cannot  be  delineated.  Hence  sound¬ 
ing  systems  should  be  capable  of  measuring  the  "improbable  extremes"  of  the 
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6.  3  Atmospheric  Pressure 

\ 

Pressure  requirements  for  sounding  instruments  depend  on  the 
altitudes  they  are  intended  to  reach.  The  percentage  variability  of  pressure 

increases  as  the  pressure  decreases,  i.  e. ,  with  height.  Thus  the 

"improbable  extreme"  minimum  pressure  at  any  height  depends  on  the 
normal  pressure  there. 

At  anv  height,  the  ratio  of  this  "improbable  minimum"  pressure,  pm|n, 
to  p  ,,  the  pressure  of  the  U.  S.  Standard  Atmosphere.  1902,  at  the  same 
height  is  approximately 
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and  is  simply  0. 1  at  pressures  lower  than  0. 000  01  mb,  i.  e. ,  above  133  km 
or  436,  000  ft.  This  rule  requires,  for  example,  that  instruments  intended 
to  measure  pressures  from  the  surface  up  to  49  km,  or  160,  000  ft,  where 
the  Standard  Atmospheric  pressure  is  about  1  mb,  should  be  capable  of 
reading  as  low  as  0. 6  mb.  The  upper  limit,  of  course,  remains  at  1062  mb, 
if  the  instruments  are  to  record  correctly  when  released  anywhere  in  the 
world  at  any  season. 

7.  CONCLUSION 

Design  and  operation  of  meteorological  instruments  so  as  to  measure 
and  record  accurately  the  "improbable  extremes"  presented  in  this  report 
will  provide  meteorologists  with  much  more  information  than  they  now  have 
on  the  full  range  of  weather  conditions  occuring  throughout  the  world. 
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No.  20.  A  Microwave  Refr.ctometer  with  Fast  Re.pon.e  and  Ab.olute  Digit.!  Record¬ 
ing,  R.  //.  Shaw  and  R.  M.  Cunningham,  Mar  1962. 

No.  21.  Superprewure  Balloon  for  Con.tnnt  I-evel  Flight,  Cro.s  Jul  1962 
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